College of American Pathologists "Series X" program.
Physical parameters that control detectability of low contrast lesions by current Nuclear Medicine imaging instruments are presented. The findings were derived from statistical analysis of data collected over a period of 6 yr by the Nuclear Medicine Resource Committee of the College of American Pathologists using the external Quality Control technique known as Interlaboratory Comparison.